
Acid HydrolysisDiscover® 2.0 Hydrolysis

Method Note

Heating Program

Sample Weight

50 - 300 mg
Equipment

Discover 2.0
35 mL Pyrex vials
Cap
Stir bar

Notes

*An optional 12 or 48-place autosampler can be used.
After the hydrolysis program, the sample must be neutralized, and the sample must be derivatized for analysis using a kit, like the Waters
AccQ•TagTM Kit.

Procedure

1. Weigh sample into a 35 mL vial with stir bar.
2. Add 5 mL 6 N HCl with 1% Phenol.
3. Purge w/ N2.
4. Cap the vial.
5. Using Dynamic Control Method, program 300 W, 15-minute hold, 160 °C, and 300 psi. Stirring should be set to high.
6. Place the vial into the Discover 2.0 cavity* and load the method.

Reagents
6 N HCl with 1% Phenol 
N2 gas

Sorbents

N/A

Control Power (W)Temp (°C) StirringPressure (psi)Time (mm:ss)

Dynamic 300160 High30015:00

General Guidelines

a) This procedure is a reference point for sample hydrolysis using a CEM system and may need to be modified or changed to obtain
required results on your sample or analytes of interest.
b) Wear hand, eye, and body protection when handling organic solvents.
c) Any of CEM's collection vials, in the correct size for the rack owned, may be used.
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