
F043

Add solvent 
and tighten cap

Add 10 mg carbon 
to each extract

Hand shake, 
no more than 

5 minutes

Vortex sample 
and solvent 
until mixed

Place tubes into turntable
and place turntable into MARS 6 

then start method for 1 hour

Weigh sample and 
eCleanUP into 
centrifuge tube

MARS 6 PFAS
Following US EPA Draft Method 1633

Centrifuge

Decant 
extract

Concentrate 
under N

2 

Dilute to 50 mL 
with reagent water 

and adjust pH

Analyze

SPE cleanup


